Evaluation of simultaneous measurement of lutropin and follitropin with the SimulTROPIN radioimmunoassay kit.
We evaluated the analytical performance of the "SimulTROPIN" (Becton-Dickinson Inc.) radioimmunoassay for the simultaneous measurement of lutropin (LH) and follitropin (FSH) in human serum. Dose response, linearity, analytical recovery, sensitivity, and reagent stability were all acceptable. Cross reactivity with other structurally related hormones [choriogonadotropin (CG) and thyrotropin (TSH)] was minimal. A normal reference interval was established for nonmidcycle, ovulatory women. We confirm the low degree of CG and TSH cross reactivity with LH and FSH reported by Becton Dickinson and conclude that this assay is an acceptable method for laboratory use in the simultaneous quantification of these analytes.